
This report package contains 23 pages 

This package contains reports from the following laboratories: 

• National Testing Laboratories, Ltd. (9 pages)

• Pace Analytical Services, Inc.- Minneapolis, MN (8 pages)

• Pace Analytical Services, Inc.-Greensburg, PA (1 page)

• EMSL Analytical, Inc. (1 page)

• Euro fins Eaton Analytical, Inc. (3 pages)
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Laboratory Report 

Client: National Testing Laboratories (Cleveland) Report: 

Attn: 

EEA 

ID# 

4762619 

4762622 

Susan Henderson 

6571 Wilson Mills Road 

Cleveland, OH 44143 

I
Client ID 

412104/2157940 

412104/2157940 

Sample Information 

II 
Method 

335.4 

331.0 

Report Summary 

Priority: 

Status: 

PWSID: 

Ohio Lab ID# 

I
Collected 

Date I Time 

10/26/20 15:35 

10/26/20 15:35 

I 

502409 

Standard Written 

Final 

Not Supplied 

87775 

Collected 

By: 

Client 

Client 

I
Received 

Date I Time 

10/29/20 08:45 

10/29/20 08:45 

Note: Sample container for Method 331.0 was provided by the client. The sample was filtered by laboratory personnel upon 
receipt. 

Detailed quantitative results are presented on the following pages. The results presented relate only to the samples provided for 
analysis. 

We appreciate the opportunity to provide you with this analysis. If you have any questions concerning this report, please do not 
hesitate to call Caleb Hunsberger at (574) 233-4777. 

Note: This report may not be reproduced, except in full, without written approval from EEA. 

Authorized Signature Title 

Client Name: National Testing Laboratories (Cleveland) 

Report #: 502409 
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Bottled Water Certification - Lab Analysis Report 

VOLATILE ORGANIC CHEMICALS {VOC's) 
21 CFR 165.110(b)(4)(iii)(B) 

Contaminant 
MCL 

Results MDL Contaminant MCL 
Results MDL (mg/L) (mg/L) 

trans-1,2-Dichloroethylene ( 156-60-5) 0.1 ND 0.0005 Trichloroethylene (79-01-6) 0.005 ND 0.0005 

Dichloromethane (75-09-2) 0.005 ND 0.0005 Vinyl chloride (75-01-4) 0.002 ND 0.0005 

1,2-Dichloropropane (78-87-5) 0.005 ND 0.0005 Xylenes (1330-20-7) 10 ND 0.0005 

Ethylbenzene (100-41-4) 0.7 ND 0.0005 

SYNTHETIC ORGANIC CHEMICALS {SOC's) 
21 CFR 165.110(b)(4)(iii)(C) 

Contaminant {CAS Reg. No.) 
MCL 

Results MDL Contaminant {CAS Reg. No.) MCL 
Results MDL (mg/L) (mg/L) 

Alachlor (15972-60-8) 0.002 ND 0.0002 Glyphosate (1071-53-6) 0.7 ND 0.006 

Atrazine (1912-24-9) 0.003 ND 0.0001 Heptachlor (76-44-8) 0.0004 ND 0.00001 

Benzo(a)pyrene (50-32-8) 0.0002 ND 0.0001 Heptachlor epoxide (1024-57-3) 0.0002 ND 0.00001 

Carbofuran (1563-66-2) 0.04 ND 0.001 Hexachlorobenzene {118-74-4) 0.001 ND 0.0001 

Hexachlorocyclopentadiene 

Chlordane (57-74-9) 0.002 ND 0.0001 (77-47-4) 0.05 ND 0.0001 

Dalapon (75-99-0) 0.2 ND 0.001 Lindane (58-89-9) 0.0002 ND 0.00002 

1,2-Dibromo-3-chloropropane 

(96-12-8) 0.0002 ND 0.00001 Methoxychlor (72-43-5) 0.04 ND 0.0001 

2,4-D {94-75-7) 0.07 ND 0.0001 Oxamyl (23135-22-0) 0.2 ND 0.001 

Di(2-ethylhexyl)adipate (103-23-1) 0.4 ND 0.0002 Pentachlorophenol (87-86-5) 0.001 ND 0.00004 

Di(2-ethylhexyl)phthalate {117-81- PCB's (as decachlorobiphenyl) 

7) 0.006 ND 0.0006 (1336-36-3) 0.0005 ND 0.0003 

Dinoseb (88-85-7) 0.007 ND 0.0002 Picloram (1918-02-1) 0.5 ND 0.0001 

Diquat (85-00-7) 0.02 ND 0.001 Simazine (122-34-9) 0.004 ND 0.0001 

Endothall (145-73-3) 0.1 ND 0.009 2,3,7,8-TCDD (Dioxin) (1746-01-6) 3*10-8 ND 5 

Endrin (72-20-8) 0.002 ND 0.00001 Toxaphene (8001-35-2) 0.003 ND 0.001 

Ethylene dibromide (106-93-4) 0.000051 ND 0.00001 2,4,5-TP (Silvex) (93-72-1) 0.05 ND 0.0002 

EPA SECONDARY MAXIMUM CONTAMINANT LEVELS {40 CFR part 143) 
21 CFR 165.110(b)(4)(iii)(D) 

Contaminant 
MCL 

Results MDL Contaminant MCL 
Results MDL (mg/L) (mg/L) 

Aluminum 0.2 ND 0.05 Sulfate1 250.0 ND 5.0 

Silver 0.1 ND 0.002 

1
Mineral water is exempt from allowable level. The exemptions are aesthetically based allowable levels and do not relate to a health concern. 

RESIDUAL DISINFECTANTS & DISINFECTION BYPRODUCTS 
21 CFR 165.110(b)(4)(iii)(H) 

Substance 
MCL 

Results MDL Substance MCL 
Results MDL (mg/L) (mg/L) 

DISINFECTION BYPRODUCTS RESIDUAL DISINFECTANTS 

Bro mate 0.010 ND 0.005 Chloramine (as Cli) 4.0 ND 0.05 

Chlo rite 1.0 ND 0.005 Chlorine (as Cb) 4.0 ND 0.05 

Haloacetic acids (five) (HAAS) 0.060 ND 0.001 Chlorine dioxide (as CI02) 0.8 ND 0.1 

Total Trihalomethanes (TIHM) 0.080 ND 0.0005 
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Bottled Water Certification - Lab Analysis Report 

RADIOLOGICAL 

21 CFR 165.llO(b)(S)(i) 

Substance 
MCL 

Results MDL Substance MCL Results (pCi/L) 

Beta Particle Activity3 

Radium-226 5 0.366+-0.439 0.674 (in millirems/year) 0.07 4+-0.54 7 

Radium-228 5 -0.394+-0.300 0.800 Uranium (in µg/L) 30 ND 

Combined Radium-226/-228 1 
5 i0.366+-0. 739 1.47 

Gross Alpha Particle2 
15 0.203+-0.497 1.19 

1
The bottled water shall not contain o combined radium-226 and radium-228 activity in excess of 5 picocuries per liter of water. 

2
The bottled water shall not contain o gross alpha particle activity (including radium-226, but excluding radon and uranium) in excess of 15 

picocuries per liter of water. 

3The bottled water shall not contain beta particle and photon radioactivity from monmode rodionuclides in excess of that which would produce 

on annual dose equivalent to the total body or any internal organ of 4 mi Iii rems per year calculated on the basis of on in toke of 2 liters of the 

water per day. If two or more beta or photon-emitting rodionuclides ore present, the sum of their annual dose equivalent to the total body or to 

any internal organ shall not exceed 4 millirems per year. 

Laboratory 

Date 

Supporting Documents? 
if "Yes" notary is not required 

>(YES 

MDL 

1.30 

1.0 
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